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ABSTRACT 


Inductive magnetic probes were studied, designed, con- 
structed, calibrated and used at the Plasma Study Facility. 
The probes were built for three specific purposes: to 
measure current, radial shock waves and Alfvén waves in a 
fast Theta Pinch; to measure the parameters of shock fronts 
with short rise times produced by laser exploding of metal 
fibers; and to observe instabilities in a steady state 
Plasma. Theta Pinch current measurements gave a current of 
110 KAmps with the Theta Pinch operating with the capacitors 
charged to 13KV of 25KV maximum. The ringing frequency of 
the Theta Pinch was measured as 179 KHz. On calibration, 
the shock front probes showed a first resonance at 40 MHz 
which is comparable to probe characteristics found in recent 
literature. The instability probes gave information which 
agreed with previous descriptions of instabilities based on 


optical and Langmuir probe diagnostics. 
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foe  LNTROBUCTION 


The determination of the characteristics of transient, 
shocked or unstable plasmas often requires a detailed knowl- 
edge of the time dependence and spacial dependence of magnetic 
Beids.. Such information yields important currents in the 
plasma and along with other aiagnoeene information gives a 
complete description of the phenomena under investigation. 

The well proven method of obtaining direct magnetic 
field information from a plasma is by the use of magnetic 
probes. A magnetic probe is simply an inductive coil arranged 
to couple with the ie changing magnetic field, which gives 
an electrical output proportional to the time rate of change 
of the field. | 

The work undertaken in this thesis was to study, design, 
construct, calibrate and use inductive magnetic probes in 
order to add another diagnostic tool for the continuing study 
of collisionless shock waves at the Plasma Study Facility. 

Concurrent with this project were projects to produce 
Shock waves by a Theta Pinch and also by laser exploding of 
metal fibers. The construction phases of these two projects 
were completed as this thesis was written. The hardware and 
techniques developed in this thesis will be used in the deter- 
mination of the parameters of the shock fronts. The probes 
coupled with the optical, electrostatic probe and laser 
scattering diagnostics will give rather complete conventional 


means of getting information about the shock waves. 








The probes actually constructed were for three purposes: 
1} to measure the field strength, risetime, and ringing 
frequency of the Theta Pinch; 2) to measure the form and 
absolute magnitudes of the shock waves from the Theta Pinch 
and laser produced plasma; 3) to investigate the instabilities 
of the steady state plasma in order to provide some information 
about the background magnetic disturbance in the plasma. Some 
quantitative information was obtained with the instability 
probes and was compared with optical measurements made by 


Andrews [1]. 
ee. THE PLASMA STUDY FACILITY 


The Plasma Study Facility of the Naval Postgraduate School 
produces a steady state plasma in Nitrogen, Argon or Helium 
with a hollow cathode reflex arc. The plasma beam is con- 
tained in a nine foot long pyrex vacuum chamber four inches 
in diameter. The pyrex chamber is surrounded by six coils 
which produce an axial magnetic field variable up to 10,000 
gauss and homogeneous to within 2.5% along the axis of the 
plasma beam. The pyrex tube has access ports between the 
magnets on each side of the tube which are available for access 
to the plasma beam. The Plasma Study Facility is arranged as 
sa@Own in Fig. l. 

An example of some typical operating conditions for the 
Plasma Study Facility are: a neutral gas pressure of 4 x foes 
torr, a cathode~-to~anode current of 50 amperes, nitrogen gas, 


and an axial magnetic field of 2280 gauss. Under these 
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conditions the electron temperature on the axis of the plasma 


beam is 4ev and the electron density is 1 oie How 


nitrogen, the ion density would be about 5 x Loe cm™? since 
pe = 2n,[1]. 

The methods for producing shock waves are shown in Fig. 
1. The Theta Pinch operates by passing a short intense pulse 
of current through a single turn coil surrounding the vacuum 
chamber. The rapidly increasing field drives a shock wave 
radially inward compressing the steady state plasma and 
existing field. Alfvén waves which travel axially on the 
plasma beam are also generated. The other apparatus for 
generating shock waves is the giant pulse laser. By exploding 
a metal fiber with the laser a hot dense plasma is formed 


which expands rapidly and generates a shock wave in the steady 


state plasma. 


III. INDUCTIVE MAGNETIC PROBES 


A. GENERAL TYPES OF PROBES 

There are two general ways to make direct measurements on 
Magnetic fields in a plasma. One is by the use of probes, 
either inductive probes or magnetogalvanic (Hall effect) 
probes. The other way is with spectroscopic measurements, 
either Zeeman splitting or Faraday rotation [2]. 

The spectroscopic measurements give the mean value of the 
field along a straight line rather than at a given point as 


is the case with probes. However, probes do perturb the 








plasma. Inductive magnetic probes are inexpensive to make, 
are more sensitive to fast changes in the field strength, 

and may be made smaller than Hall probes. It was mainly for 
the first reason that inductive probes were built for the 
Plasma Study Facility. With some investigation in cutee 
semiconductor technology the Hall atau probe could possibly 


be decreased in size and improved in sensitivity. 


B. BASIC CONCEPTS AND ELEMENTS OF DESIGN 
ie OUCDUL sane o4ze 

The concept involved in the operation of an inductive 
probe is rather simple. The probe consists of a coil of wire 
placed at the tip of an insulating tube containing other 
elements for support, shielding and conduction of the signal 
from the coil. The physical orientation and electrical para- 
meters of the coil are determined by a calibration procedure. 
The probe 1S inserted in the time varying field to be 
measured, usually through a vacuum seal that allows movement 
of the probe for exact positioning in a vacuum chamber. The 
electrical output of the probe is proportional to the time 
derivative of the magnetic field linking the coil. According 
to electromagnetic theory, the output of a coil is 


e = nA es (1) Where n.= number of turns of 


che wire on the coil 


A= Gross sectional area of 
the coLl 


B = magnetic field 


e = emf generated across 
theecowe. 








The quantity nA is usually called the "Effective area" of 
the coil. The signal is then processed in a fashion depend- 
ing on the phenomenon under investigation and the type of 
Signal coming from the probe. In this section equivalent 
circuits, frequency response and shielding will be discussed. 
Following sections give construction and specific Signal 
processing circuits. 

The output of the probe is proportional to nA and the 
inductance of the probe is proportional to n“r, where r is 
the radius of the coil and n the number of turns on the coil. 
A large output is desired for good signal-to-noise ratio 
while low inductance is desirable for high frequency response. 
A figure of merit can be developed: by taking the ratio 


ne % = which will be the largest for the largest output 


with the smallest inductance. The good coil would then have a 
large radius with a small number of turns [3]. In order to 
achieve minimum perturbing effects on the plasma the probe 
must be as small as possible. Generally probes in the size 
range lmm to 3mm outside diameter are used. Another reason 
for such small size is the requirement for mapping fields. 
The fluctuating field should be measured in a region small 
compared with the scale of phenomena being investigated so 
that the spacial dependence of the field can be determined. 
2. Frequency Response and Shielding 
Equation (1) describes an ideal coil with no resist- 


ance or capacitance, and connected to an infinite resistance. 


If the frequencies of interest are relatively low (i.e., the 
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reactive elements are not important compared to the resist- 
ive elements) and the probe coil is connected to a 50 ohm 
transmission line, then an equivalent circuit for the probe 
and transmission line will be as shown in Fig. 2a. 

To establish what a "low" frequency might be for a small 
probe, consider a 10 turn coil of copper wire with coil 
dimensions of .5mm radius and lmm length. The resistance 
of the wire will be much less than r, (resistance of the 
terminated transmission line) and may be neglected. At low 
frequencies the reactive impedance of the coil (wL,) will 
be much less than ro: For purposes of an estimate use 
wh a r/10. The inductance of the coil is Lp = Fir x 10°°H 
‘where F is a form factor depending on the dimensions of the 
coil (for r/l = .5/1 = 1/2, F = 13) and where r is 
in cm. The form factor F may be found in reference [2] or 


any electrical engineering handbook. 


Thy Ear To lo mCLOS dO) ©” B= metlos ariel 


WT, = r /10 
Oo 
Yo 


= 6 
2mL, 10 = 12.2 (10) Hz for a 502 terminated 


transmission line, 


yield f = 


This estimate shows that the "relatively low" frequencies 
for such small probes are really rather high. 

Other factors also enter. As the frequency is increased 
the coil capacitance must be included in the equivalent 
Circuit thus leading to Fig. 2b, the equivalent circuit used 
by Segre and Allen to describe the characteristics of probes 


up to 30 MHz [4]. Additional capacitance is present Li tae 


el 











Figure 2a. Simplified Equivalent Circuit for Magnetic 
Probes at Low Frequencies 
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25... 2G AD. Cay, 2 eee ‘ 
| e/e. | = (x otp) /X, + 2 Q™ (2 rp/Ro e/r9) 
where: Ro = lye and & = wvYLC 

i, = inductance of probe ro transmission line 

C,, = capacitance of probe terminating resistance 
ry = resistance of probe R; = integrator resistor 

C. = stray capacitance Cc. = integrator capacitor 


Figure 2b. Equivalent Circuit for Probe and Associated 
Equipment at High Frequencies. 
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coil is provided with electrostatic shielding in the form of 
a thin metal or mesh cage around the coil. These stray 
Capacitances form a resonant system with the coil inductance, 
and thus degrade the frequency response of the probe. An 
unshielded probe will raise the resonant frequency, but then 
the designer is concerned with electrostatic coupling 
(capacitive coupling), which is definitely undesirable. 
Fortunately, it has been shown experimentally that by using 
a terminated transmission line of low characteristic impedance 
(50 to 200 ohms) the electrostatic signal is made so small 
that shielding of the probe coil itself becomes unnecessary 
[2,3]. Thus by not shielding the coil itself some frequency 
degrading stray capacitance is avoided while electrostatic 
pickup is usually small. 

3. Transient Response 

If the probe is to be used for transient response 

then transient analysis must be performed. Such an analysis 
Was made by Ferrari and Zucker [5]. From their analysis they 
Present a convenient rule of thumb for design: at a frequency 
equal to 1/10 of the resonant frequency of the probe, the 
maximum distortion expected is about 10%. This puts a very 
Gifficult restriction on probe design. For example, if the 
transient phenomenon under investigation has a waveform 
with a fundamental frequency of 250 KHz, and if 5 harmonics 
with less than 10% distortion are desired, then the probe 


must show no resonance below 12.5 MHz. Furthermore there 
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should be no significant frequency components in the transient 
Signal higher than the 5th harmonic (12.5 MHz). 

It may be convenient to make simultaneous measure- 
ments of the magnetic field at a number of positions in a 
plasma. This can be done by including two or more coils 
in one probe jacket to measure either the same component 
of field at different positions or different components of 
field in adjacent positions. Many investigators have used 
multicoil probes and have found negligible interference 


between the signals from separate coils [6,7]. 


C. CONSTRUCTION TECHNIQUES 

The mechanical construction of the probes for the Plasma 
Study Facility was similar to that used by other investi- 
gators, with a few modifications to achieve higher frequency 
response. 

In general a probe consists of an outer insulating 
jacket to provide protection from the hot plasma and to 
insulate the probe from the plasma; a Sapo tube, usually 
conducting so as to provide shielding; a pair of lead wires 
to carry the signal from the coil; the coil itself wound 
on a form or free standing; and sometimes an electrostatic 
shield around the coil. 

Pyrex glass was used as the outer jacket on all the 
probes. One pyrex probe resisted the steady state nitro- 
gen plasma under reasonable operating conditions for about 


ten hours of data taking. A second pyrex probe was destroyed 
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near the center of the beam within five minutes after the 
nitrogen input pressure to the hollow cathode arc was 
increased by a factor of three. If further steady state 
measurements were to be made near the beam, it would be 
advisable to use quartz or alumina tubing for the outer 
jacket. Probes other than the instability probes will not 
be used in the center of the steady state plasma, and will 
be used to measure fast transient effects. Therefore, pyrex 
tubing will suffice for the foreseeable measurements, 

Coaxial cable was used exclusively for internal wiring 
in order to prevent as many electrical missmatch situations 
as possible and to use the shielding inherent in coaxial 
cable. A conducting support tube was used in the pinch 
and waveform probes in order to provide a second shield as 
close as possible to the actual coil position. The Theta 
Pinch uses large spark gaps and will be a copious source of 
interference so the secondary shield will offer some relief 
from radio frequency noise. 

The shockwave probe was the most exacting probe built, 
Since it was recognized early that it would be providing the 
data of greatest importance. The actual coil is a free 
standing single layer coil .6mm by 1.2mm wound from #40 Formvar 
insulated wire. It is soldered directly to a solid jacketed 
microcoaxial cable, made rigid with an epoxy cement, and 
potted with a silicone rubber compound in a 1mm outside 


diameter pyrex tube. The lmm tube is about 5cm long and 


ds, 








then joins a 5mm tube. The coaxial cable is supported by 
nylon spacers in a supporting stainless steel tube. The 
Supporting tube holds the fixture for a miniature connector 
for RG174 coaxial cable. All parts are impedance matched at 
50 ohms. Constructing such a small probe is no easy task and 
must be done by an experienced technician. Figures 3 and 8 


show other details of the three types of probes constructed. 


D. CALIBRATION TECHNIQUES 
1. General 

The more deSirable features of the inductive probe 
are that it can be calibrated very accurately and that its 
response is linear and stable. There are a variety of ways 
of calibrating an inductive probe. The most widely used, with 
many variations, is with the use of sets of Helmholtz coils. 
This method has been used successfully up to 50 MHz by 
Saiilips and Turner [6]. Helmholtz coils offer an casily 
calculated and nearly homogeneous field in an appreciable 
area between the coils. Thus they are well suited for probe 
calibration. Helmholtz coils similar to the design of Phillips 
and Turner were built and used. The design is shown in Fig. 
4. The Helmholtz coils were used in two ways based on the 


following equations: 


Nui 8 B = magnetic field on the axis mid- 
B = oO way between the Helmholtz coils 
ara where | 
r 5 i = current im the Helmholtz coils 


N= numeer Of turnsmon cach coll 


b= wedius ©OfeHelmnolez coll 
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Figure 3. High-Frequency Probe for Shock Wave Measurements. 











coil positions 


a 


Zen 
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Materials: lucite for coil forms 
#28 enameled copper wire for coils 
Panel jack for RG 58 coaxial cable 
four sets: made with N(number of turns 
On each, Corl) y= 172-5 16 


Figure 4. Helmholtz Coils. 
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effective area of the probe coil 


0) 
II 


voltage output from probe coil. 


A sinusoidal generator provided the driving current for the 


Helmholtz coils so we can write i = Isin wt, e = Esin wt, 
; ; NU, 2 
from which we obtain e = nA —— yg OH cos wt 
r 5 
Since RMS values are measured 
(2) nA = is g or where g is constant for a 


given set of coils. 


Another form of the equation can be formed by using 


Vv, = L ap where Ya voltage across Helmholtz 
coils 
L = inductance of Helmholtz 
coils. 
BZ 
Ss) thus nA = 20 Se K = where K is constant for 
L DoT L 


a given set of coils. 

At low frequencies nA will represent the true turns - 
area of the probe coil. At Bashi: frequencies the reactive 
elements of the equivalent circuits (Fig. 2b) will come into 
play and add frequency-dependence to the system of probe, 
transmission line, termination and perhaps integration 
circuit. Thus, a plot of nA versus frequency shows natural 
resonant frequencies of the system. Hopefully these reso- 
nMances are well above the natural frequencies of the phenom- 
ena to be measured. 

In order to use equation (3) for calibration, values 
of inductance for the four sets of Helmholtz coils had to be 


measured. A simple but effective method was used to determine 


Eo 











the Helmholtz cozls* inductance. VA J0540ticapachcom vac 
charged to 100 volts and discharged across the Helmholtz 
coils and a polaroid picture was taken of the oscilloscope 
trace of the voltage across the coils. A typical under- 
damped resonance was observed. From the frequency of the 
ringing circuit the inductance was calculated for each set 
of coils. The results are tabulated in Table 1 along with 
numerical values of the groups of constants, k and g, 
appearing in equations (2) and (3). 

One set of Helmholtz coils was connected to a pulse 
generator and the resultant voltage across the coils was 
observed on an oscilloscope. The ringing frequency of the 
coils and stray capacitance was approximately half of that 
reported by Phillips and Turner as the resonant frequency of 
the coils. The reason is that the output Ss a emnioan oe of the 
pulse generator, the input capacitance of the oscilloscope, 
and the capacitance of the connecting lines were all in 
parallel, and lowered the resulting ringing frequency. There- 
fore, the Helmholtz coils must always be used with care. By 
connecting the coils directly to the signal generator and 
using radio frequency meters as described in the following 
Bearagraphs, the calibration coils functioned well to 50 MHz, 
the upper limit of the signal generator. 

The three types of probes to be calibrated naturally 
separated into three frequency ranges. These will be dis- 


cussed starting with the lowest frequencies, which are the 
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TABLE 1 


CHARACTERISTICS OF HELMHOLTZ COILS 


and 


CONSTANTS FOR CALIBRATION EQUATIONS 


N 


Number of Turns 
on Each Coil 


10 


L k 


Inductance 
of Helmholtz Pair 


Lio = 19.04 uw H Kio = 0.042 
L, = 5.69 u H Ke. = 0.025 
Lo = lee: 1) Ko = 0,013 
Ly = $42 Mi k = 0.009 


Eee & 
V5 jel 
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easiest, and working to the highest frequencies actually 
used. Then methods for even higher frequency measurements 
will be suggested. 
2. Low Frequency Techniques 

Andrews found instabilities in the steady state 
plasma to be rotational in nature with characteristic fre- 
quencies in the 10KHz to the 500 KHz range (1). This 
frequency range corresponds to what was expected as the 
ringing frequency of the Theta Pinch (later measured as 
179 KHz). Therefore, instability-measuring probes were 
built and calibrated to determine the magnitude of magnetic 
fluctuations associated with the instabilities and to confirm 
the general nature of Andrews' work. The relatively low fre- 
quencies involved and the availability of a Hewlett-Packard 
3590A wave analyzer made the calibration relatively simple. 
The basic circuit is shown in Fig. 5a. The wave analyzer has 
a BFO output which can be considered as a constant amplitude 
generator with a 600 ohm internal impedance. For veo Ve 
it can easily be shown that Vy, = wey where the quantities 
are as shown in Fig. 5a. Ve was ae at one volt so that 


V,/4 = W/X Using this in equation (3) 
3/2 


ae 
f 


€| 


5 abe & 1 et 63 
nA = eee 
TT 
N Wo 8 N Wo 16 
The output of the wave analyzer can be plotted on an XY 
recorder as E vs f. If there are no resonances, the result- 


ing plot is a straight line passing through the origin. The 
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Figure 5a. Low Frequency Calibration Technique 
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Figure 5b. Low Frequency Calibration Calculation 
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Slope is E/f and nA is thus determined. The instability 
probes were calibrated in this way. Figure 5b depicts the 
Salibrations. 
3. High Frequency Techniques 

As discussed previously a Theta Pinch probe capable 
of measuring a transient waveform with a fundamental fre- 
quency in the order of 250 KHz has to show a constant nA 
response to 12.5 MHz. Likewise, a probe for observing wave- 
forms of shock fronts has to have a flat response to as high 
a frequency as practical. With two slight modifications the 
method of Phillips and Turner [6] was adopted for calibrating 
those probes. The baSic circuits are shown in Fig. 6. The 
basic equations were previously given as equations (2) and 
(3). The method using Vy, and E was easiest to apply and gave 
very satisfactory results. The calibration of the pinch 
PEobes to 12.5 MHZ was accomplished without using a screen 
room. For higher frequencies a screen room was necessary. 
Equipment consisted of a General Radio 1330A continuous wave 
oscillator, Hewlett-Packard 411A r.f. VIVM, Helmholtz coils 
as described previously, and a Simpson VIVM with r.f. probe. 
The calibration curve for a shock front wave form probe is 
shown in Fig. 7. The calibration curve of a Theta Pinch 
probe to 12.5 MHz consists of.a horizontal straight line to 
m2,5 MHz. 

During the calibration process it was convenient to 


midicate.for future reference the orientation of the coil. 
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Figure 6b. Methods for High Frequency Probe Calibration 
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This was done by cementing a small lucite pointer to the end 
of the probe so that the axis of the marker was parallel to 
the plane of the coil itself. The plane of the coil was 
easily determined by rotating the probe in the center of the 
Helmholtz coils until a maximum voltage output was obtained 
from the probe. The plane of the probe coil was then parallel 
to the plane of the Helmholtz coils. Small dials were also 
made to fit behind the pointers in such a manner as to rotate 
independently of the pointer. By fixing the dial, a reference 
plane can be established and the plane of the probe coil can 
be rotated with respect to that plane. 

Other calibration techniques may be found in the 
literature. Ringing circuits, transistorized circuits and 
large coaxial lines have been used [2,7,8]. The use of a 
large coaxial transmission line much like the slotted lines 
used in microwave equipment offers a good way to get a 


Sinusoidal magnetic field of very high frequency. 


m. CHARACTERISTICS OF PROBES CONSTRUCTED 
The characteristics of the probes constructed are tabu- 


lated below. 


Type nA Outside First Resonance Number 
of Probe (m2) Diameter Frequency Constructed 
(Purpose) at Tip (mm) in Operating 
Configuration 
Shockwave 9.8x10~° i 33 MHz 3 
© Pinch 1.6x107° i 12.5+MHz 1 
2.9x107° 2 12 .5+MHz 1 
Instability 26.7x10~° 3 .5+MHz 1 
29.1x107° 3 54+MHz 1 
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All probes were calibrated in an operating condition, 
i.e., the measuring instruments were located remotely from 
the plasma machine and enough coaxial cable was connected 
to reach the plasma machine. Calibrating the probe and abe 
as a system circumvents any calculations of attenuation in the 
transmission lines. The RG174 connecting cables used in the 
laboratory are all 35 feet in length. Cable for use inside 


the screen room is RG58 and each cable is 8 feet in length. 


IV. TECHNIQUES AND EXPERIMENTAL RESULTS 


A. GENERAL 

The measurements are made with a complete system con- 
Sisting of the probe, a connecting cable to the screen room 
feed-through, and the recording device inside the screen room. 

The construction and calibration of the probes has been 
discussed. The positioning, shielding and recording de- 
vices will now be considered for the various types of probes. 
Measurements were made using the Theta Pinch and instability 
probes. Unfortunately, while the construction phases of the 
shock production devices were completed, minor difficulties 
prevented any consistent shock wave production for actual 


measurements. 


B. THETA PINCH CURRENT MEASUREMENTS 
The Theta Pinch coil, probe holder, and probe are illus- 


trated in Fig. 8. The measurement from the pointer to the 
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Figure 8. Theta Pinch Probe and Accessories 
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probe holder gives radial positioning and the pointer in- 
stalled during calibration gives angular positioning. The 
second shield of the probe can either be grounded at the 
plasma machine or connected —— second shield for the whole 
cable. If the latter is done it is important to insure that 
the second shield is grounded at only one point; preferably 
the screen room. The second shield may be either a copper 
tube or interweave shielding. The connection between the 
probe and cable must be insulated from the second shield. 

The recording device is a Tektronix 555 dual beam 
Oscilloscope with "H" type and "O" type plug-in units. The 
"H" type plug-in gives good frequency response to 30MHz and 
the "O" type plug-in allows integration to be performed. A 
diagram of the integrating circuit incorporated in the "Oo" 
type plug-in is shown in Fig. 8. Because of the operational 
amplifier a good first estimate of the RC time constant when 
using the "O" type plug-in is the period of the signal to be 
integrated. If a purely passive integration circuit was used 
the RC time constant would have to be 5 to 10 times the pe- 
riod of the input signal. To test the performance of the 
integrating ¢ircuit, a simple ringing circuit was built, with 
a Yinging frequency of 1.5 MHz using a pulSe generator and an 
RC tank circuit. With R = .Q1MQ and c = .0001uf so RC = Ilus 
the signal was integrated with very satisfactory results. 

The test data along with a pulse integration test are shown 


ia Fig. 9. 
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Figure 9. Integration using “O" Plug-in 
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The integration tends to eliminate the high frequency 
components of a waveform. This is because the output 
voltage from the integrator is inversely proportional to the 


Frequency of the input. This can easily be shown: 


cam : 
Sa ne { & Gt forthe Oe 
i: eC. = 2 Sine eae ce = a cos wt 
al oO RCw 
ate 1 
and the gain G= rv = RCw . 


Also, the upper frequency limit of the "O" type plug-in is 
m3 MHz. 

The parameters of the Theta Pinch were estimated by those 
building the equipment. The ringing current in the Theta 
Pinch coil was designed ideally to have a maximum of 500 KAmps 
to 600 KAmps and a ringing frequency of about 200 KHz with 
the 42uf capacitor bank charged to a full voltage of 25 KV. 

‘A risetime of about lus was expected. To measure the para- 
meters rr ental le the equipment was set up as described, 
except that no secondary shield was used. The voltage at the 
probe was expected to be larger than any radio frequency 
Signal from the spark gaps. Also, the pinch coil itself 
offers some shielding from radio frequency signals. The first 
trace observed is reproduced in Fig. 10. Further attempts 
yielded copious high frequency noise, probably radio frequency, 
and very little signal in the frequency region expected from 
the Theta Pinch. An arc in the strip lines close to the 


pinch coil was suspected. 
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The probe coil was positioned in the center of the pinch 


coil with the axes of the coils parallel. Using 
US NT 
— = radius of solenoid 


eu) 
N 
Il 
Co 
— i, 
a 
| 
i 
hoy m@ 
NO 
od 
= 
eB 
0) 
my 
0) 
y 
tl 


Ed 


= length of solenoid 


N = 1 = number of turns on 
solenoid 
I = current in solenoid 


for the magnetic field at the center of a solenoid and 


e = nA => as the output of the probe it follows that 


Zale 
L 2a 
I = l-—— edt (4) 
nAU, { L? { 


to get the maximum value of current the integral becomes the 





area under the first positive part of the waveform. Assuming 


a nearly sinusoidal waveform the integral becomes 





t t W 
feat = E fosin wt dt = Ef sin 0d d= oe where E = 
: j W) T 
7 ” nae Nels maximum voltage 
so I(maximum) = 1l- =~ —= (5) in first half 
nAu 2 wt 
O L cycle, 
f = ringing frequency 
of O pinch wave 
E@ tem 


The calculations for the trace shown yield: f(ringing) = 
179 KHz and I(maximum) = 110 KAMps with the Theta Pinch 
Capacitors charged to 13 KV. 

It should not be difficult to integrate electronically 
the signals from the Theta Pinch and get I directly from 
equation (4). Other than current measurements, the probes 


are capable of measuring the characteristics of radial shock 


Waves generated by the Theta Pinch in the steady state plasma. 
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At some point, probably at about .5cm from the center of 
the beam, the probes will be destroyed by heating as energy 
is transferred to the probe by particle bombardment. This 
problem will be discussed in section IV.D on instabilities 


and noise in the steady state plasma. 


C. SHOCK WAVES AND ALFVEN WAVE MEASUREMENTS 

No shock waves were produced during the time of this 
project. Therefore, this section will be concerned only with 
experimental techniques for measuring the parameters of 
shock waves and Alfvén waves. 

Basically a magnetic probe observes the interaction of a 
plasma and a magnetic field. In the case of the Theta Pinch 
the pulse of current through the Theta Pinch coil produces a 
rapidly rising axial magnetic field. This field acts as a 
piston producing a shock wave radially inward. The radial 
compression can be studied by placing a probe as for Theta 
Pinch current measurements (Fig. 8), but not at the center of 
the beam. As the plasma is compressed the dividing line be- 
tween the plasma and the compressed field will move radially 
inward and thus pass the tip of the probe. The structure of 
the interface can thus be studied. Integrating circuits can 
be used to get B from dB/dt if the loss of high frequency 
components can be tolerated. This loss of information as dis- 


cussed in section IV.B may force the use of graphical means of 
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integration. Also, integration with respect to time may not 
be proper if the plasma is moving with respect to the probe 
and the probe coil is large compared to the shock wave 
thickness [9]. 

The thickness of the shockfront can be estimated from the 
risetime of the Theta Pinch field and the velocity of the 
shock front in the plasma. The risetime is approximately 
lu sec and the velocity may be approximated by the Alfven 
velocity of 4.5 x aie cm/sec. The thickness of the shock- 
front will then be 

ay vit = 4.5(10) ’ (10) ~° = 45 cm 
Since this is many orders of magnitude above the lmm probe 
coil dimension, no special consideration need be given because 
of shock front thickness. 

Since the pinch is a ringing circuit, an approximately 
Sinusoidal Alfven wave will be generated and travel axially 
on the plasma beam. The velocity and attenuation of the 
Alfvén wave can be studied by placing probes in the nearest 
port to the Theta Pinch (Fig. 11). By the use of a simple 
summing circuit (Fig. 11) the outputs of the two probes may 
be superimposed on the same oscilloscope trace. The distance 
between the wave forms on the trace will give a time of flight 
type of measurement. Caution should be taken to insure that 
all connections for the two probes are equivalent so that 
differential delays will not be introduced. The attenuation 


of the Alfvén wave can be measured by comparing the outputs 
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of the two probes. As discussed for the Theta Pinch current 
measurements, a second shield may be required to shield 
against radio frequency interference. 

Some numerical calculations will show the feasibility 
of measuring Alfvén wave velocities. The Alfvén velocity 
along a field line in a plasma in a constant magnetic field 


of magnitude By 1S given by 


Vice —_—_2___. where n, = ion density 
ee a AS 
m, = ion mass 


For a steady state nitrogen plasma at the Plasma Study 
Facility with By at uw /m a typical value for n, is 


5(10) +8 woes A value of v. is thus Weslo} m/sec. The 


a 

probes are about 8cm apart so a flight time between probes of 
-18u sec. is to be expected. The Tektronix 555 or Tektronix 
519 may be used to record the measurement. If two ports are 
used, the distance between probes can be increased by a 
factor of 100. The time of flight 1s then very easy to 
measure. 

The laser-produced plasma will be expanding from the point 
where a small piece of metal is vaporized and ionized by a 
laser pulse. A very hot dense plasma is formed with 8 > l. 
The expanding plasma will push back the static magnetic field 
produced by the main magnets of the plasma machine. The 


interface between the plasma and magnetic field can be studied 


using the shock front probes in much the same manner as for 
Theta Pinch shock front measurements. 
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The energy from the giant pulse laser will be deposited 
in about 10 nanoseconds. The expanding front will have a 
velocity in the order of 10? cm/sec. This leads to a front 
ehickness of d= (107) (10) 78 = .lcom = lmm. 
This is on the same order as the dimension of the probe coil 
so that the entire front will be linked with the coil at the 
Same time. Caution must be used in interpreting any elec- 


tronically integrated signals from the probe. 


D. INSTABILITIES IN THE STEADY STATE PLASMA 

Background magnetic fluctuations in the steady state 
plasma due to instabilities could be a source of interfer- 
ence when making shock wave measurements. Therefore, mag- 
netic probes were built to observe the instabilities. 

Previous diagnostics by Andrews [1] using optical methods 
and Lagmuir probes showed that rotational oscillation modes 
existed in a steady state nitrogen plasma beam. It was de- 
cided to look for these oscillations using magnetic probes. 
Any such rotational characteristics of the plasma beam can be 
expected to produce sinusoidal fluctuations in the magnetic 
field containing the plasma. A Hewlett-Packard 3950A Wave 
analyzer was used to find the magnitudes and frequencies of 
the components present in the output of the magnetic probe. 
The output was in the form of a graph of component magnitude 
versus frequency. A typical graph is reproduced in Fig. 12. 

The probe was moved radially and Porated to map the 


fields. At each position a graph was made. From each graph 
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the major frequencies were read, along with the magnitude 
of the probe output at each frequency. The probe output was 


then converted to B using the equation 


1 E 
B = —— _ _ 4 
ax {eat Ai where e Iseesile die A 


Since the output was in RMS, 


B = Meld (RMS) for the peak of the sinusoidal 


magnetic field. 


Two graphs were obtained in this manner. (Figure 13.) 

The largest fluctuation observed was a few guass at 
neutral gas pressure lower than in Fig. 12. The pinch 
will produce a field at the center of the pinch coil on the 
order of 20,000 gauss. Even with severe attenuation, shock 
waves should be detectable over the instabilities in the 
plasma beam. 

As the probe was rotated at a given distance from the 
center of the beam a definite directionality of the fluctu- 
ating magnetic field was observed. It was determined that 
maximum probe output was obtained when the plane of the 
probe made an angle of about 15 degrees with the axis of the 
plasma beam. Thus the largest component of the fluctuating 
magnetic field is in the Theta direction. Andrews described 
a “skip rope" mode of oscillation observed with optical and 
Lagmuir probe diagnostics. For this mode the current is al- 
most in the axial direction; thus the magnetic field is 
almost in the Theta direction. Therefore the directional 


nature of the magnetic field agrees with the current and 
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electric field requirements for Andrews' "skip rope" mode. 
The frequencies of oscillation are in close agreement with 
Andrews' "inner" and "outer" lobe obServations of about 
30 KHz and 100 KHz [1] at plasma conditions close to those 
used for Fig. 13. An attempt was made to resolve the 
direction of the fluctuating field by taking measurements of 
components parallel and perpendicular to the axis of the 
plasma beam. Little meaningful information was obtained. At 
this point the eee magnetic probe was destroyed by the 
plasma after about ten hours of operation. A second magnetic 
probe similar in all ways to the first was constructed and 
prepared for measurements. It was destroyed within five 
minutes in the plasma beam. 

The mechanism of destruction of the first probe appears 
to be slow in the sense that after each use it appeared a 
little darker with increasing charring of the internal parts. 
The second probe met with catastrophic failure in that it was 
burned completely through. The destruction of the second 
probe took place at the same time as a threefold increase in 
input pressure to the cathode. The sudden increase in 
pressure along with the fact that the sahods was close to 
the end of its life may offer some clue as to the reason for 
the failure. At any rate, future users of magnetic probes 
are warned! 

The mechanism of destruction of the probes involves the 


energy density of the plasma and the rate at which that energy 
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is transferred to the probe. The rate of energy loss from 
the plasma iS approximately the particle collision rate 
with the probe multiplied by the average kinetic energy per 
particle. 

The particle flux to the probe is 1/4 nv and the average 
kinetic energy of each particle is 3/2kT. Thus the energy 
transfer to the probe per unit time per unit area of the 


probe surface will be 


Bae — 3 1 
W = Ae, (5 kT) + 7M; 


= 3 

vi (3 kT) 

mitesso)n is the particle density, Vv is the average particle 
velocity, and T is the particle temperature. The subscripts 


e and i refer to electrons and ions respectively. Combining 


the equations yields 


SkT SkT. 
e 3 1 7 pe 
(5 kT.) tN Tm. (3 kT;) 
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Col Ww 


= Lee 
For the nitrogen plasma nN, 2n, P T >> T; and M. Mor 


therefore the second term in the brackets is small compared 
with the first and will be neglected. 
The energy transfer to the probe per unit area per unit 


Game. is 
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For the nitrogen plasma, using aS Lie ; 
is 4(10)7 °x, m, = 9.1(10)~°" kgm 
3 -69 3 NZ 
W = : (10) 29 OU Ss's)s eo) (4)~ (10) 


(3.14) (9.1) (10) 72+ 


AB a? oeeee = 7.3 (10)° w/ 2 
sec =- m 


The part of the probe exposed to the dense part of the 
beam is a cylinder 3mm in diameter, 5mm long with a surface 
area of about 47 x 10° m@ . 


The energy transferred to the probe per second is then 
W, = 7.3 (10)? (47) (10) ~© = 34.4w 
W. Botticher, the author of Chapter 2 of Ref. 2, solves the 
thermal diffusion equation for a probe and obtains an equation 
for the time at which the probe melts. His result is 


2 
Tin aE. 


en acs 
where c = specific heat of probe material, p = density of 


th 
io = q7ucpA 


probe material, A = thermal conductivity of probe material, 
Tas = melting temperature of probe material, es time at 
which probe material starts to melt, Co heat flux density, 


Q = grouping of constants. 


| 2 
For pyrex Q 1S approximately mae poe sec [2] 
For the nitrogen plasma I W (from above) 


~ 73 joules 
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This approximation fails to consider many effects that 
might extend the life of the probe considerably such as the 
presence of a magnetic field and the charge sheath set up 
on the surface of the probe that excludes allacsinen< with 
an energy less than the potential across the sheath. There- 
fore, an increase of several orders of magnitude in the time 
for the surface to melt 1S expected. The probe was moved 
every few minutes during the data taking process and did not 
spend long periods in the center of the plasma beam. 

The first instability probe Survived in a nitrogen beam 
with a neutral gas pressure of So) torr, cathode-to- 
anode current of 60 amps, and magnetic field of 1800 gauss. 
Therefore, it was able to withstand electron densities in 
the order of oO em? with electron energies of 4ev. The 
second probe was Apecroved when the density increased above 
this for a few minutes. 

The problemsof probe destruction are much different than 
those encountered with shock waves in which there is a 
change of parameters for a few microseconds. The energy 
transfer to the probe will be far less and the probes should 
Survive in such a transient environment. 

If further instability studies are made using magnetic 


probes, quartz or alumina could be used as the outer jacket. 


An alternative would be to construct a probe that could be 
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cooled. A double wall arrangement for the flow of cooling 
fluid is feasible, but the probe would probably have to be 
in the order of 2mm diameter at the tip to construct the 


probe and also to have a reasonable flow of cooling fluid. 
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